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ENGINEERING

P

q

q

5.030

[127.8 mm]

4.185

[106.3 mm]

3.084

[78.3 mm]

3.366

[85.5 mm]

.709

[18.0 mm]

.709

[18.0 mm]

1.063

[27.0 mm]

1.772

[45.0 mm]

.126

[3.2 mm]

n.394

[n10.0 mm]

(24 PLACES)

R.219

[R5.6 mm]

(4 CORNERS)

1.274

[32.4 mm]

NOTES:

 

1. ACTIVE BASE LUMIDOX

    DEVICES ARE NOT COMPATIBLE 

    WITH MAGNETIC STIRRERS 


